Predicting pressure gradient and patient prosthesis mismatch using artificial intelligence for transcatheter aortic valve replacement

Anoushka Dasi (1), Beom Lee (2), Venkateshwar Polsani (3), Pradeep Yadav (3), Vinod H. Thourani (3), Lakshmi Prasad Dasi (2, 4)
(1) Ohio State University, Columbus, United States
(2) Georgia Institute of Technology, Atlanta, United States
(3) Piedmont Heart Institute, Atlanta, United States
(4) Emory University, Atlanta, United States

The AI-based algorithms demonstrate potential in predicting incidence of PPM based on post-TAVR transvalvular pressure gradient predictions for patients with AV stenosis.